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Study of time resolution by digital methods with a DRS4 module *
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Abstract: A new Digital Pulse Processing (DPP) module has been developed, based on a domino ring sampler

version 4 chip (DRS4), with good time resolution for LaBr3 detectors, and different digital timing analysis methods

for processing the raw detector signals are reported. The module, composed of an eight channel DRS4 chip, was used

as the readout electronics and acquisition system to process the output signals from XP20D0 photomultiplier tubes

(PMTs). Two PMTs were coupled with LaBr3 scintillators and placed on opposite sides of a radioactive positron
22Na source for 511 keV γ-ray tests. By analyzing the raw data acquired by the module, the best coincidence timing

resolution is about 194.7 ps (FWHM), obtained by the digital constant fraction discrimination (dCFD) method,

which is better than other digital methods and analysis methods based on conventional analog systems which have

been tested. The results indicate that it is a promising approach to better localize the positron annihilation in

positron emission tomography (PET) with time of flight (TOF), as well as for scintillation timing measurement,

such as in TOF-∆E and TOF-E systems for particle identification, with picosecond accuracy timing measurement.

Furthermore, this module is more simple and convenient than other systems.
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1 Introduction

DPP (digital pulse processing) modules are used to
process raw signals from detectors, with characteristics
including the ability to reduce drift, archive data for later
analysis and conveniently adjust analysis parameters for
better results. All information contained in the original
waveform can be acquired directly by digitized signals
from the detectors. For example, the signal rise time
and maximum amplitude can be easily extracted from
the digitized waveform data. At present, various kinds of
DPP modules have been realized using switched capaci-
tor circuits, for example MAGIC [1] and MEG [2]. They
can also be useful for PET (positron emission tomog-
raphy) scanners and portable oscilloscopes [3, 4]. DPP-
based systems are more simple and convenient than other
systems.

The Paul Scherrer Institute, in Switzerland, has de-
signed a new DPP module, the DRS4 chip [5, 6], which

is based on a switched capacitor array (SCA) [3−7]. Its
characteristics of high channel density, high analog band-
width of 950 MHz, and low noise of 0.35 mV make this
chip ideally suited for high precision waveform digitiza-
tion [4, 7]. In order to upgrade the read-out circuits of
TOF-PET (time-of-flight PET) systems, a new type of
readout and acquisition system based on the DRS4 chip
has been developed by the Nuclear Electronics Group
in the Institute of Modern Physics, Chinese Academy of
Sciences. This module is adopted to construct the read-
out and acquisition system. The module consists of a
DRS4 chip, an ADC chip, a FPGA and other devices.
It is capable of performing eight channel waveform sam-
pling and digitization at a maximum sampling rate of
5.12 gigabit samples per second (GSPS) with 66 dB in-
put dynamic range [4, 7]. The internal time resolution
between channels is about 52 ps as tested by the cable
delay method [7]. The input ranges for the system can
be adjusted to match different kinds of detector signals.
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The channels can be daisy-chained for larger sampling
depth [7, 8]. In the following text, the readout and ac-
quisition system based on the DRS4 chip will be called
the DRS4 module for abbreviation.

The DRS4 module has been employed with fast scin-
tillators and PMTs for coincidence timing measurements.
During the experiments, the arrival time difference of two
coincident 22Na γ-rays were detected by two LaBr3 scin-
tillators coupled with XP20D0s [4, 9], by means of vari-
ous DPP techniques, such as leading edge discrimination
(LED) [9–13], digital constant fraction zero-crossing dis-
crimination (CFD zero-crossing) [9−12] and digital con-
stant fraction discrimination (dCFD) [9−11, 13]. Each
method was repeated a large number of times to optimize
the parameters for the best resolution and accuracy. The
conventional analog method with the constant-fraction
zero-crossing technique was compared with the DPP
techniques.

The differences of the calculated arrival times were
plotted as a histogram and fit with a Gaussian distribu-
tion. The full-width at half maximum (FWHM) of the
fit is used as the resolution.

2 Experiment setup

Two LaBr3 scintillators (φ20×5 mm3) coupled with
XP20D0s were placed on opposite sides of a 22Na source
and irradiated with 511 keV γ-rays from a distance of 15
cm, as shown in Fig. 1. The applied bias voltages be-
tween the anode and cathode were increased to 1100 V
to get a linear photoelectric signal output. The radioac-
tive 22Na source was fixed in an aluminum holder with a
2 mm lead collimating aperture.

Fig. 1. (color online) Schematic diagram of the two
LaBr3 detectors and 22Na source using the DRS4
module as read-out and data acquisition system.

In this experiment, the DRS4 module worked at a
sampling rate of 5.12 GSPS, with an individual channel
depth of 1024 cells for each channel, and the sampling
time interval was about 200 ps. The full time range of

each channel is about 200 ns [5−7]. If the amplitude
of the input signal exceeds the thresholds of the DRS4
module in the default time period, the trigger state will
be turned on in internal triggering mode. Some period
of time behind the trigger, the input signals will be sam-
pled and stored in a series of capacitors at high sample
rates under the control of a shift register and digitally
converted to discrete waveform data with a commercial
ADC operating at a lower sample rate [7]. Then these
data will be used to process for energy and time informa-
tion by using digital methods. In the measurement, the
dynode signals from the two detectors are sent to channel
0 and channel 1 of the DRS4 module, while the anode
pulses are sent to channel 2 and channel 3. The shapes
of the dynode and anode signals from the two LaBr3 de-
tectors for 511 keV γ rays acquired by the DRS4 module
are shown in Fig. 2. Tens of thousands of events (four
signals) were sampled and transformed to digital data by
the DRS4 module in the experiment.

 

Fig. 2. (color online) Dynode (positive) and anode
(negative) signals are shown on the interface of
the DRS4 module.

The DC offset of each sampling cell needs to be cali-
brated and removed from the sampling results, and as the
parameters of the transistors in the chip normally change
gradually, timing calibration is also necessary. The cal-
ibration methods for time and amplitude are described
in Ref. [7].

During the experiment, an analog system constructed
by traditional NIM electronic modules and a CA-
MAC system with the constant-fraction zero-crossing
technique is compared with the DRS4 module. The
schematic diagram of the analog system is shown in
Fig. 3.

The details of the electronic modules are listed as
follows: amplifier (Amp): ORTEC 572 for amplifying
anode signals; timing filter amp (TFA): ORTEC 474 for
filtering and amplifying dynode signals; constant fraction
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discriminator (CFD): ORTEC CF8000 for signal discrim-
ination; coincidence (CO): CO4020 for selecting coinci-
dence events; delay and gate generator (DL&&Gate):
ORTEC GG8000 for generating start, stop and gate
(100 ns width) signals to time-digital-converter (TDC:
Phillips 7187) and gate (2 µs width) to amplitude-digital-
converter (ADC: Phillips 7164) with accurate timing.

Fig. 3. (color online) Schematic diagram of the
analog system.

3 Digital analysis methods and results

3.1 Waveform reconstruction

The raw data of waveform sampling are stored as the
following forms: the data arrays of amplitude [1024] and
time [1024]. The original 2-byte integer amplitude volt-
age values and the 4-byte floating point effective time
bin widths are converted to ROOT data by the decoding
rules [8]. Figure 4 illustrates the reconstructed energy
signal (a) and time signal (b) from the LaBr3 detectors

for 511 keV γ-rays. These signals have typical time char-
acteristics like fast rise-time and short decay time for the
detectors. The first 200 samples of each waveform should
be averaged and subtracted from the rest of the wave-
form to compensate for the DC offset [11].

3.2 Energy and amplitude discriminator

The total energy of the measured pulse is propor-
tional to the sum of all created scintillation photons.
The pulse area between the digitized waveform and the
baseline is related to γ ray energy. The value of the
pulse area is simply to sum the amplitude value of each
channel over the whole waveform range by a digital inte-
gration method [4, 9]. The obtained energy resolutions
by the DRS4 module at 511 keV are 3.42% and 4.10%
respectively for the two detectors. The energy distribu-
tions obtained by the analog system, by contrast, have
the energy resolutions at 511 keV of 4.25% and 4.60%
at FWHM. The γ ray energy distributions of the same
detector obtained by DRS4 module and analog system
are shown in Fig. 5. All the photo-peaks of the energy
spectrum were normalized to 511 keV. The results indi-
cate that all the photo-peaks can be clearly separated
from the Compton scattering and the DRS4 module is
better than the analog system for 511 keV γ-ray energy
measurement.

The signals with energy below 400 keV are attributed
to Compton scattered photons, as shown in Fig. 5. The
amplitude distribution of time signals from the LaBr3

detector obtained by the DRS4 module is illustrated in
Fig. 6. The energy signals in the energy window (490,
530) keV and time signals in the amplitude window (75,
95) mV were simultaneously chosen to discriminate the
appropriate events. Then these events were used to de-
termine the time information by using DPP methods
subsequently.

Fig. 4. (color online) The reconstructed energy signal (anode-negative pulse) and time signal (dynode-positive pulse).
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Fig. 5. (color online) The γ ray energy distributions obtained by (a) the DRS4 module and (b) the analog system
with a 22Na source. The energy resolutions are 3.42% (a) and 4.25% (b).

Fig. 6. (color online) The amplitude distribution
of time signals from the LaBr3 detector obtained
by the DRS4 module with a 22Na source for the
γ ray test.

3.3 Digital methods for timing measurements

Various digital time analysis methods are compared
with the dCFD method to obtain the time difference dis-
tribution and time resolution.

3.3.1 dCFD method

In this paper the signal processing by the dCFD
method is as follows: First, it is necessary to confirm
the maximum digitized value (MDV) of the amplitude
of the pulse and then set a threshold (Vth) based on a
predefined fraction (p) of the MDV [11]. Then, two ad-
jacent sample points (a1, t1), (a2, t2) near the threshold
level were chosen for each signal, with the amplitudes
in the range of a1 <threshold< a2. Meanwhile, a linear
interpolation [7, 8] was performed between (a1, t1) and
(a2, t2) to estimate the actual zero-crossing time T1(T2)
for each time pulse as illustrated in Fig. 7 (a). In the ex-
periments, the threshold was set equal to 6% of the MDV

to obtain the distributions of time difference (T1−T2)
for the two LaBr3 detector signals. The distribution of
the arrival time differences is shown in Fig. 7 (b). The
best time resolution is 194.7 ps.

3.3.2 LED method

The LED method is similar to the dCFD method,
with a constant threshold (6% of the mean values of pulse
amplitudes in the 511 keV peaks area) in the experiment
[9, 11]. The best time resolution obtained by the LED
and CFD zero-crossing method was 210.9 ps.

3.3.3 CFD zero-crossing method

The CFD zero-crossing method is the digital version
of the analog CFD method. In this process, the original
signal is delayed from 1 to 5 time steps, amplified and
inverted at first. Then the processed signal is added to
the original signal. After this process, the unipolar sig-
nal is optimized and transformed into a bipolar pulse.
The bipolar pulse crosses the time-axis at zero ampli-
tude, with the crossing-zero time at a constant fraction
of the height of the original pulse [11, 12]. Two adjacent
sample points (a1, t1), (a2, t2) near the zero amplitude
level are chosen for each signal, with the amplitudes in
the range of a1 < 0 < a2. Meanwhile, a linear interpo-
lation is performed between (a1, t1) and (a2, t2) to esti-
mate the actual zero-crossing time T1(T2) for each time
pulse. The best time resolution obtained by the CFD
zero-crossing method is 229.3 ps.

3.3.4 Comparison of different digital timing methods

The time resolution obtained by the dCFD method
is better than the LED, CFD zero-crossing and analog
methods. It is also better than other methods described
in the literature, such as the mean PMT pulse model [9]
and Gaussian rising edge fitting method [4], as shown
in Table 1. Considering the results and also the preci-
sion and the computer processing speed (judged by the
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Fig. 7. (color online) Sketch of the linear interpolation to estimate the actual zero-crossing time T1 for dCFD
method (a). The best time resolution is 194.7 ps obtained by the dCFD method (b).

operation times of algorithms), the dCFD method was
finally adopted for timing measurement in this paper.

Table 1. Time resolution obtained by different
DPP methods.

methods time resolution/ps

dCFD 194.7

LED 210.9

CFD zero-crossing 229.3

mean PMT pulse 195.4 [9]

Gaussian rising edge fitting 206 [4]

analog 254.7

3.4 Optimizing parameters for the dCFD

method

The constant fraction discrimination (CFD) method
analyses a large number of the leading-edge-timing mea-
surement results and optimizes the timing moment to
obtain the best time resolution on the basis of the fol-
lowing rules. The timing moment is chosen to be that
with the minimum time jitter when the pulse crosses a
certain constant fraction level of the full amplitude. We
investigated the influencing parameters [11] of the time
resolution with the dCFD method, including the fitting
range and the constant-fraction factor p, which was equal
to Vth/MDV in the experiment. In order to optimize the
resolution and the accuracy, the numbers of points used
in the analysis before and after Vth were varied, which
were referred to as pre-Vth and post-Vth, respectively.

The relationship between p and the time resolution
is illustrated in Table 2 and the relationship between the
fitting range and time resolution is shown in Table 3.
Table 2 shows that the change of constant-fraction fac-
tor from 3% to 10% does not make much difference to
the time resolution. The best time resolution obtained
is 194.7 ps with the threshold of MDV set to be 6% and

the fitting range set to be pre-Vth=4 and post-Vth=3.

Table 2. The relationship of the constant-fraction
factor (p) and the time resolution.

p time resolution/ps error/ps

2% 212.8 3.08

3% 199.9 2.89

5% 198.5 2.87

6% 194.7 2.96

7% 198.0 3.08

10% 200.6 2.90

15% 202.5 2.98

25% 210.6 3.24

Table 3. The relationship of the fitting range and
the time resolution.

fitting ranger time resolution/ps error/ps

pre-Vth=5 post-Vth=5 200.69 3.06

pre-Vth=4 post-Vth=4 195.12 2.73

pre-Vth=4 post-Vth=3 194.7 2.72

pre-Vth=4 post-Vth=2 197.14 2.84

pre-Vth=4 post-Vth=1 199.38 2.89

pre-Vth=2 post-Vth=3 201.49 3.08

pre-Vth=3 post-Vth=3 197.47 2.87

pre-Vth=3 post-Vth=2 198.36 2.89

4 Discussion and conclusion

A pair of LaBr3 scintillator detectors and a new flex-
ible waveform sampling readout electronics and acquisi-
tion system, based on a DRS4 chip, were realized and
tested in this experiment. The ability of different DPP
methods for testing and processing the arrival time dif-
ference of a pair of digitized radiation detectors signals
has been examined. The best time resolution acquired
with the DRS4 module is 194.7 ps at FWHM, which is
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obtained by the dCFD method with a constant-fraction
factor of 6% and a fitting range of pre-Vth=4 post-Vth=3.
The constant-fraction factor is appropriate to acquire
time information for fast rise time and low noise signal
(particular for signals from XP20D0 and LaBr3 detec-
tor for 511 keV γ ray test). The constant-fraction fac-
tor and the fitting range are two important factors for
determining a timing moment with the minimum time
jitter and eliminating the influence of noise for accurate
time measurement. The experiment results show that
the time performance of the digital system based on the
DRS4 module using the dCFD method is the best of sev-
eral digital methods and the analog system investigated.
Based on the processing time for the algorithms of each
digital method, the CFD method has the fastest calcu-
lating speed.

The DRS4 module is inexpensive, and has low power
dissipation, high channel density and small size. Also,
it does not require additional electronics for pulse height

analysis and timing measurements. The dCFD method
provides the best time resolution, which allows us to de-
fine the signal’s leading edge and to get a time measure-
ment point as close as possible to the baseline. The ex-
cellent performance demonstrates that the module, with
its good time resolution (less than 200 ps), is suitable to
better localize positron annihilation, improve the quality
of medical images and reduce exposure times for TOF-
PETs. We have already applied the DRS4 module in a
PET system and obtained very clear PET crystal flood
images and good position resolution, as reported in Ref.
[14].

In the future, we will improve and apply the DRS4
to readout and acquisition signals for silicon photo-
multipliers (SiPMs) in TOF-PET systems [15] and fast
scintillator detectors in particle identification experi-
ments [16] and use the dCFD method to process the raw
data for better timing measurement with picosecond ac-
curacy.
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